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Measurements With a Split-Fiber Probe in Complex Unsteady Flows 


Jan Lepicovsky 
QSS Group, Inc. 
Cleveland, Ohio 44135 


ABSTRACT 

A split-fiber probe was used to acquire unsteady data in a 
research compressor. The probe has two thin films deposited 
on a quartz cylinder 200 jum in diameter. A split-fiber probe 
allows simultaneous measurement of velocity magnitude and 
direction in a plane that is perpendicular to the sensing 
cylinder. A calibration method was devised for a split-fiber 
probe, and a new algorithm was developed to decompose split- 
fiber probe signals into velocity magnitude and direction. The 
algorithm is based on the minimum value of a merit function 
that is built over the entire range of flow velocities for which 
the probe was calibrated. The new decomposition scheme is 
fast and robust. The split-fiber probe performance and signal 
decomposition was first verified in a free-jet facility by 
comparing the data from three thermo-anemometric probes, 
namely a single- wire, a single-fiber, and the split-fiber probe. 
The wire and single-fiber probe diameters are 5 jum and 70 jum , 
respectively. All three probes performed extremely well as far 
as the velocity magnitude was concerned. However, there are 
differences in the peak values of measured velocity 
unsteadiness in the jet shear layer. The single-wire probe 
indicates the highest unsteadiness level, followed closely 
by the split- fiber probe. The single-fiber probe indicates a 
noticeably lower level of velocity unsteadiness. Experiments 
in the NASA Low Speed Axial Compressor facility revealed 
similar results. The mean velocities agree within 2% of 
the measured velocity magnitude. The differences in the 
measured velocity unsteadiness are similar to the case of a free 
jet. A reason for these discrepancies is in the different 
frequency response characteristics of probes used. It follows 
that the single-fiber probe has the slowest frequency response. 
In summary, the split-fiber probe worked reliably during 
the entire program. The acquired data averaged in time 
followed closely data acquired by conventional pneumatic 
probes. 


Despite small differences among all probes used, that still 
need to be explained, it is believed that data acquired by the 
split-fiber probe can be used reliably to analyze unsteady flow 
phenomena in the NASA Low Speed Axial Compressor. 

NOMENCLATURE 

Only symbols not sufficiently described in the text are 


presented here. 


d 

\m\ 

probe fiber diameter 

E 

m 

signal voltage 

h 

[m\ 

blade passage height 

Rj 

[m] 

calibration nozzle exit radius 

Re 

V] 

Reynolds number {Re = (pVd) /ju) 

s D 

[V.dg 1 ] 

slope of differential calibration curve 

Tu 

[%] 

turbulence intensity 

V 

\m.s~ 1 ] 

absolute velocity 

v' 

\m.s~ 1 ] 

velocity fluctuations 

W 

\m.s~ 1 ] 

relative velocity 

y 

M 

tangential (pitchwise) direction 

z 

[m] 

radial (spanwise) direction 

Zd 

m 

zero offset of calibration curve 

a 

[dg] 

absolute flow angle 

P 

[dg] 

relative flow angle 

£ 

[dg] 

probe setting angle 

n 

[dg] 

probe incidence angle 

p 

[kg. in 3 ] 

flow density 


Subscripts 

A-IN inlet axial velocity 
J jet 

M magnitude 

W wake 
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INTRODUCTION 

NASA Glenn Research Center conducts a research program 
to increase the understanding of the complex flow phenomena 
in axial compressors by obtaining detailed data from a 
multistage compressor environment for use in developing and 
verifying models for CFD design codes. The experimental 
vehicle for this research at the NASA GRC is the Low Speed 
Axial Compressor (LSAC). The thermo -anemometry 
technique is employed for unsteady measurements of the axial 
compressor flowfield. 

Thermo -anemometric probes, and in particular hot-wire 
probes, have been used to measure unsteady velocities for 
several decades, mainly in one-dimensional low subsonic 
flows. References to hot-wire anemometry are too numerous 
to be listed here; an excellent summary of this topic is given in 
Ref. 1. Use of hot-wire probes in turbomachinery components 
is much more sporadic (Refs. 2 through 6). The reasons for 
this are mainly the vulnerability of hot-wire probes in the 
compressor environment, the restricted temperature range for 
probe application, and the drop in probe sensitivity to velocity 
fluctuations with increasing flow temperature and velocity. 
The operational parameters of the NASA LSAC, especially 
low flow velocities, and very small total temperature increase, 
make this facility very suitable for the use of thermo- 
anemometric probes. At present, all unsteady velocity 
measurements in the NASA LSAC are made using the thermal 
anemometry technique, which is the main topic of this paper. 


nonmoving frame. The mutual relationship between these two 
systems is determined by the rotational velocity of the moving 
rotor. For investigation of rotor flow the relative flow 
parameters are of interest, because they indicate the 
performance and efficiency of the component involved. 
However direct measurements in the relative flow system are 
extremely difficult and costly. Therefore, the vast majority of 
turbomachinery measurements is carried out in the absolute 
flow system, and the results are transformed into the relative 
flow system computationally. 

Flow parameter variations, however, are manifested 
differently in these two systems; for example variations in 
velocity magnitude in the relative system are sensed more as 
variations in velocity direction in the absolute system and vice 
versa. The situation is illustrated in Fig. 2. The drop in the 
flow velocity in the blade wake in the relative system (from W 
to W w in Fig. 2) is manifested in the absolute system mainly as 
a change in the velocity vector direction (from V to V w ). 
Therefore, probes used in the absolute system must have high 
directional resolution to fully capture the flow unsteadiness. 

SCOPE OF INVESTIGATION 

The major objective of the work described here was to 
acquire reliable unsteady velocity data from the NASA LSAC 
facility. The steady state flow parameters are measured 
routinely using conventional instrumentation including Kiel 
probes for total pressures, wedge nulling probes for flow 
direction and flow static pressures, and static wall taps for 


NASA LOW-SPEED MULTISTAGE AXIAL 
COMPRESSOR 

Even though the main focus of this paper is on 
thermal anemometry, it is believed that the NASA 
LSAC facility should be introduced first for a better 
understanding of the approach adopted in selecting 
the methods of data acquisition. The research 
compressor consists of a row of inlet guide vanes 
(IGV) followed by four identical stages, each having 
a rotor blade row (RBR) and a stator vane row 
(SVR). The compressor partial cross section, and the 
blade / vane row layout are shown in Fig. 1. Each 
rotor has 39 blades, each stator consists of 52 vanes, 
and there are 52 vanes in the IGV row. The 
compressor blade tip speed is 61.0 m/s, and the mean 
inlet axial flow velocity 24.4 m/s. (Refs. 7 and 8). 

There are two reference frames for a flowfield in 
turbomachinery components with rotating parts: the 
relative flow system and the absolute flow system. 
Variations of flow parameters in the relative flow 
system, as recorded by an observer sitting on a 
revolving rotor, differ from flow variations in the 
absolute flow system, recorded outside of a rotor in a 



Fig. 1. Flow path and blading plan of the NASA low speed 
axial compressor. 
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Fig. 2. Velocity triangle and probe setting. 


surface static pressures; however, there is a lack of reliable 
unsteady velocity data acquired in this facility. There were 
attempts to use thermo -anemome trie probes in this facility in 
the past, but the results achieved were not satisfactory. As 
explained in the next section, single element (single hot wire) 
probes do not suffice to acquire data that would describe the 
rotor flowfield completely. Therefore, two sensor thermo- 
anemometric probes, as e.g. a split- fiber probe, must be used. 

The goal of the first phase was to develop and validate a 
data reduction technique for split-fiber probes, because we did 
not have any experience with such probes, and verify reliability 
of the experimental data acquired. Comparisons with single- 
fiber and single-wire probe data were made as well as with data 
from conventional aerodynamic probes. To assess the 
frequency response of split fiber probes, comparisons with a 
single-fiber and a single-hot wire probes were made. All the 
probes used differ in spatial resolution and probe natural 
frequency. Fig. 3 depicts the characteristic dimensions in the 
axial-tangential plane of all the probes used, together with the 
rotor blade trailing edge shape. 

In the second phase, we averaged thermo -anemometric 
probe data and compared data among all thermo -anemometric 
probes as well as with data taken by conventional aerodynamic 
probes, for flows in a free-jet facility and in the LSAC facility. 
In the jet facility, velocity and velocity unsteadiness 
distributions across a free jet were investigated. In the LSAC 
facility, radial distributions along the blade span behind the 
first rotor were examined. We believe that this is an important 
step to make sure that there is a high degree of correlation 
among averaged data taken by various probes because it will 
boost confidence in the accuracy of the unsteady velocity. 
Nevertheless, we are aware of possible differences due to a 
lack of specifics about averaging unsteady data by 
conventional aerodynamic probes, in particular in the LSAC 
environment. 



Fig. 3. Comparison of probe sizes. 


Finally, in the last phase, the technique of ensemble 
averaging will be explored and rotor and blade ensemble 
averages of flow velocity vector in the absolute system will be 
generated. Also the velocity and angle unsteady data will be 
converted from the absolute to the relative system. Lastly, the 
frequency content of unsteady data will be examined using 
FFT procedures. The last phase is not covered in the present 
paper, and will be the topic of a follow-up paper. 

LIMITATION OF SINGLE-ELEMENT THERMO- 
ANEMOMETRIC PROBES 

The flowfield in axial flow compressors is two-dimensional 
in the axial-tangential plane over a large midspan portion of the 
blades. A single-wire probe perpendicular to the axial- 
tangential plane seems suitable for measuring fluctuations of 
the velocity magnitude. However, the transformation of 
velocity fluctuations in the relative system into velocity 
direction fluctuations in the absolute system imposes a severe 
limitation on the ability of a single-wire probe to measure the 
velocity fluctuations. Let us assume a specific case when the 
conversion from the relative to the absolute system results in 
velocity V M that has a constant magnitude and oscillates about 
a mean direction a by ±Aa (Fig. 4). The velocity components 
oscillate about V x by ±v* and about V Y by ±vy. Obviously, if 
the fluctuations v* and v Y are measured, the resulting overall 
fluctuations of the velocity vector V can be calculated and 
velocity unsteadiness is then a ratio of the overall velocity 
fluctuations and the velocity magnitude. However, 
measurement of the velocity vector V M with a single-wire 
probe, which is insensitive to flow direction, results in a 
constant value (the V M magnitude is constant), and 
consequently the apparent velocity unsteadiness is zero. This 
is due to the fact that a single-wire thermo-anemometric probe 
converts a vector value (magnitude and angle) in to a scalar 
value (electric voltage proportional to the velocity magnitude). 
This example clearly illustrates the unconditional necessity to 
determine both velocity components in the absolute flow 
system and not only the resulting velocity magnitude. 
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Fig. 4. Oscillation of a velocity vector 
with constant magnitude. 

SPLIT-FIBER THERMO-ANEMOMETRIC PROBES 

To measure two velocity components simultaneously 
requires a two-element probe with two wires oriented at 
different angles. The main difficulty with this arrangement is 
the fact that the directional characteristic of an inclined wire is 
not linear, and is superimposed on a nonlinear velocity 
characteristic. This complicates the data reduction procedure 
to decompose the probe signals into velocity components. 
Further, a two wire probe is even more vulnerable to dust 
particles in the flow because the probability of a possible wire 
strike destroying the probe is larger than for a single wire 
probe. 

An alternative approach is to use a split- fiber probe for such 
measurements. A dual-sensor split-fiber probe resembles a 
single-wire probe, however instead of a thin wire there is a 
quartz cylinder placed between the prongs. The diameter of the 
quartz cylinder (fiber) is 200 pm. The fiber has two identical 
nickel-film sensors deposited on its surface. The active length 
of the sensors is 1.25 mm. The probe is shown in Fig. 5 
(Ref. 9). The cross-section of the fiber indicates the orientation 
for zero yaw angle. The right sensor facing the flow is labeled 
#1 (green) and the left one (red) is labeled #2. The probe works 
like a two-component heated element in connection with a two 
channel Constant Temperature Anemometer. Because the 
probe consists of two independent elements, it can be used to 
measure simultaneously two velocity components (velocity 
magnitude and velocity angle) in a plane perpendicular to the 
probe cylinder. Both velocity components are measured 
simultaneously, which allows determining the Reynolds shear 
stress component in the unsteady flow. On the other hand, the 
split- fiber probe diameter is 16 times larger than the diameter 
of the single-wire probe, which reduces the dynamic response 
of the split- fiber probe in comparison with a single- wire probe. 
As discussed later the cut off frequency of the wire probe was 
determined to be 75 kHz. A certain reduction in the split-fiber 
probe frequency response is acceptable, since in the case of the 
LSAC, the blade passing frequency is only 640 Hz. The 
advantage of relatively large hot-element-sensor diameter is 


Fig. 5. Split-fiber probe Dantec 55R57 (dimensions in mm). 

that it decreases the probe Knudsen number beyond the 
threshold above which the molecular effects are important. A 
practical consequence of this is that the probe can be calibrated 
in a free-jet flow at ambient conditions, and the velocity data 
acquired in the compressor do not need to be corrected for 
slight increases in the air pressure. 


VELOCITY CALIBRATION CHARACTERISTICS 

Thermo -anemometric probes were calibrated in a free jet 
flow emanating from a 38-mm nozzle. The jet stream exits into 
the atmosphere. The probes were placed 34 mm downstream of 
the jet exit plane, and held in an actuator that enabled vertical 
traversing across the jet stream as well as varying probe yaw 
angle ±90 dg from the axial direction. The velocity calibrations 
for single-element and dual-element probes are practically 
identical. A typical velocity calibration curve for a single 
sensor in terms of throughflow density pV and the sensor 
voltage E is shown in Fig. 6. The calibration consists of 
discrete points that are fitted with a calibration curve. It is this 
curve that is used for conversion of measured voltages into 
velocity (or throughflow density) values when the probe is 
used for testing. Therefore, the probe accuracy depends on the 
goodness of this fit. Traditionally, this curve fit is based on 
King’s law in the form 

E 2 = A + B (pV) n (Eq. 1) 

where n = 0.5 for an infinitely long cylinder in a cross flow. 
For a short heated wire and additional heat losses through the 
supporting prongs the value of n is less than 0.5. This law is 
derived from a heat balance of a probe heated sensor under 
conditions of forced convection. Seemingly, the constant 
A = E 0 2 , has clear physical meaning as the square of the probe 
voltage at zero flow velocity, which can be easily measured. 
Once the constant A is known, the constant B and exponent n 
can be determined from the calibration data by a least squares 
fit method. The problem is that at zero flow velocity, the heat 
transfer from the probe sensor is not governed by forced but by 
free convection. Consequently, the probe voltage at zero flow 
velocity is higher than it would be for the ‘forced’ convection 
at zero flow, and the constant A must be determined 
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by extrapolating forced convection data to zero velocity. In our 
approach we start with A = E 0 2 to determine the first pair of 
values for B and n. Then we determine the value of a merit 
function that is equal to the sum of squares of deviations 
between measured and fitted values for each pV value used 
during calibration. Because the independent variable for this 
merit function is the value of A, we lower the input value A 
until the merit function reaches its minimum. 


POLY FIT 



THROUGHFLOW DENSITY, pV [kg.m'V 1 ] 

Fig. 6. Typical velocity calibration curve. 

The simplicity of the King’s law equation makes it easily 
usable for an inverse conversion of test data. Because King’s 
law is based on flow and heat transfer physics, it can be 
expected that the conversion of voltages into flow velocities is 
reasonably accurate even slightly beyond the calibration range. 

Lately a new method for fitting the velocity calibration of 
hot-wire data was introduced (Ref. 1). It is based on a 
polynomial fit of the 4 th order as indicated by Eq. 2. 

E = C 0 + Ci(pV) + C 2 (pVf + C 3 (pV ) 3 + C 4 (pV ) 4 (Eq. 2) 

The polynomial fit is a pure mathematical construction with no 
physics involved. Therefore, its validity is strictly restricted 
only to the calibration region. Outside of this region, the 
polynomial can quickly reach unrealistic values. As will be 
shown shortly, the advantage of the polynomial calibration 
curve is that it is ‘softer’; it follows the calibration data points 
sometimes better than does King’s law. 

To assess the goodness of King’s law and the polynomial 
fit, we used calibration data as simulated test data and applied 
data conversion on these data. In an ideal case the results 
should be the pV values of the calibration points. It should be 
mentioned here, that during the calibration process, about 5 s of 
varying voltage data are taken. The voltage is averaged and 
this average is associated with a measured pV value. This pair 
(pV, Em) represents coordinates of a single calibration point in 
the plot in Fig. 6. To evaluate King’s law and polynomial fits, 
voltage conversions were carried out for both methods. After 
the conversion, the pV records were averaged and compared 
with the corresponding input pV values measured in the jet 
facility during the calibration process. The results in the form 
of deviations between averaged converted pV values and the 
input values as a function of input (jet facility) pV values are 
shown in Fig. 7 for the King’s law and polynomial fit, 



20 40 60 80 100 

THROUGHFLOW DENSITY, pV [kg.rn'V] 

Fig. 7. Deviations between calibration and converted 
throughflow density values for King and 
polynomial calibration fits. 

respectively. The results show that the polynomial fit exhibits 
lower deviations from the input data than does King’s law. For 
this reason we used solely polynomial fits in our data 
conversion for all thermo-anemometric probes used in the 
course of this study. 

The polynomial fit, however, has a big disadvantage during 
the data conversion; it requires solving an equation of the fifth 
order for each point to be converted ( 125000 entries for each 
test point in our case). The equation is solved iteratively, and 
for large samples of data it can take a prohibitive amount of 
computer time. Thus an inverse form of polynomial fit is used 

pV = Do + DiE + D 2 E 2 + D 3 E 3 + D 4 E* (Eq. 3) 

This approach shifts computational difficulty to the evaluation 
of calibration data, however, a calibration curve usually does 
not consist of more than 40 points, so the required computer 
time is relatively short. Conversion of test voltages to the pV 
values is now straightforward and very fast. 

DIRECTIONAL CALIBRATION CHARACTERISTICS 

The directional calibration procedure is applied to the split- 
fiber probes only. Single element probes, with a sensing 
cylinder perpendicular to the plane of two-dimensional flow 
are insensitive to a change of flow direction in this plane as 
long as the flow does not interfere with the probe prongs, 
which means an angular range of ±90 dg from the probe axial 
direction. As shown in detail in Ref. 8, the split- fiber probes 
exhibit a linear directional characteristic at least within the 
incidence angle range of ±40 dg. Even though the directional 
characteristic at a given flow Reynolds number is linear, its 
slope depends to certain extent on the flow Reynolds number, 
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which for ambient conditions depends on the pV value of the 
flow. A typical directional characteristic for both probe 
sensors is shown in Fig. 8. A differential directional 
characteristic for two values ofpFis shown in Fig. 9. It is the 
difference between the signal voltage of sensor #1 and the 
voltage of sensor #2 plotted as a function of the probe 
incidence angle. To capture this directional map 
mathematically, two functions were created. The first one is 
the characteristic slope as a function of flowpF, and the second 
one is the residual voltage at zero incidence, also a function of 
flow pV. Both functions are shown in Fig. 10, together with 
fitted curves using polynomials of the 4 th order. As described 
in the following paragraph, these functions are used in the data 
reduction procedure for split- fiber probes. 



SENSOR #1 
SENSOR #2 



Fig. 8 Direction calibration a split-fiber probe at through 
flow density of 58.8 kg.m^.s 1 (Re = 570). 


SIGNAL DECOMPOSITION PROCEDURE FOR 
SPLIT-FIBER PROBE 

We have devised two procedures for the decomposition of 
split-fiber probe signals into velocity magnitude and velocity 
direction. The first procedure is described in detail in Ref. 8, 
and will only be outlined here. The procedure requires an 
initial guess of the flow throughflow density (pV ) 0 . Then, 
velocity direction is determined from the differential direction 
characteristic for the given pV (slope, s D , and residual voltage, 
z D , functions are employed here). After that, voltages for zero 
flow incidence are determined from the directional 
characteristics of both sensors. In the next step, pV values for 
each sensor are determined from velocity characteristics. 
Finally, the values (pV) 1 and (pV) 2 are compared, and if they 
are equal, or the difference is less than a prescribed threshold, 
the procedure stops. If the difference is larger a new input 
value (pV) 0 is calculated as an average of (pV)i and (pV) 2 and 
the entire process is repeated until the prescribed threshold on 
the throughflow density difference is satisfied. The procedure 
worked well in steady or mildly unsteady flow. However, for 
highly unsteady flows with large velocity and direction 
fluctuations, like flow in axial compressors for example, this 
procedure very often did not converge, and the difference 
threshold had to be raised to levels when resulting pV values 
noticeable differed from averaged values determined by 
conventional aerodynamic probes. For this reason a new data 
reduction procedure was devised. 


pV = 12.6 kg.m .s' 2 _1 Re = 120 



Fig. 9. Differential direction calibration characteristics 
of a split-fiber probe. 


SLOPE OF DIFFERENTIAL CALIBRATION LINE 


ZERO OFFSET OF DIFFERENTIAL CALIBRATION LINE 



Fig. 10. Slope and zero offset of differential calibration 
lines as functions of throughflow density. 
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The new and currently used procedure is not an iterative 
process but it is based on the minimum value of a merit 
function that is built over the entire range of pV values for 
which the probe was calibrated as follows. First, the voltage 
difference from test data between sensors #1 and #2 is 
determined. Then, the procedure scans through the range of p V 
values, and determines the incidence angles from differential 
directional characteristic for the voltage difference AE 2 _, and a 
particular pV value (Fig. 9). Now, the voltage difference 
E2 - El can be determined from individual directional 
characteristics for the incidence angle and a pV value (Fig. 8). 
The value of the merit function is calculated as the square of 
difference between AE 2 .j and E2 -El. The particular (pV) M 
value, for which the merit function reaches its minimum, is the 
throughflow density value of the flow. As seen here, the entire 
process is performed in the domain of directional 
characteristics. Now, knowing the incidence, the test data 
voltages can be corrected for directional effects, and resulting 
voltages are used as inputs into velocity characteristics of both 
sensors on the probe to determine (pF); and (pV )2 values (Fig. 
6). Finally, the flow throughflow density value is calculated as 
an average of (pV) h (pV) 2 and (pV ) M • Ideally, these three 
values are identical; in reality they differ usually within 3% of 
their average value. These three values are monitored during 
the data reduction process. Test data for which the difference 
among these values is larger than 3% are discarded. The 
procedure is very fast; to reduce a data set of 160000 entries 
takes about 90 s on a current PC. Of course, there are no 
convergency problems with this procedure. 
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MEASUREMENT IN FREE-JET FACILITY 

The first evaluation of the split- fiber probe performance and 
signal decomposition was carried out in the free-jet facility. 
Flow in a free jet is predominantly one dimensional in the jet 
initial region (potential core). Probes traversed the free-jet 
stream at a station 34 mm downstream of the nozzle exit plane 
( x/Dj = 0.89). Velocity profiles measured by three probes 
(single-wire, single-fiber, and split-fiber probe) are shown in 
Fig. 11a. The probe velocity data are normalized by the 
characteristic jet-exit velocity Vj, which was determined from 
total pressure measured in the plenum ahead of the nozzle and 
the ambient pressure of the surrounding air. All three probes 
performed extremely well as far as the velocity magnitude is 
concerned. There is a very small difference in determining the 
jet stream width (within 2% of the nozzle exit radius. The 
differences in the jet velocity value within the jet potential core 
are within 1% of Vj for all three cases. 


SINGLE-WIRE PROBE 
SINGLE-FIBER PROBE 
SPLIT-FIBER PROBE 




Fig. 1 1a,b. Mean velocity and turbulence in the jet stream 
measured by three anemometric probes. 


The accompanying distributions of velocity unsteadiness are 
presented in Fig. lib. Velocity unsteadiness, in this case 
velocity turbulence, was determined as a ratio of the RMS of 
velocity fluctuations to the jet-exit characteristic velocity Vj. 
As seen in Fig. lib, all three probes determined the location of 
the peak of velocity unsteadiness quite closely (within 3% of 
the nozzle exit radius). However, there are visible differences 
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in the peak values of measured velocity unsteadiness in the jet 
shear layer. Specifically, the peak values are 14.7% for the 
single-wire probe, 9.5 % for the single-fiber probe, and 13.7% 
for the split-fiber probe (the values indicated are averages for 
the left and right jet shear layer). While the split- fiber probe 
and the single-wire probe indicate turbulence levels that are 
very close, the single-fiber probe determined a turbulence level 
that is visibly lower. This difference indicates that the single- 
fiber probe exhibits noticeably lower sensitivity to velocity 
fluctuations than other probes. The frequency response of the 
single-wire probe was determined using a square-wave test 
(Ref. 1). The test indicated that the wire probe has a flat 
characteristic (within 3 dB), up to a cut-off frequency of 
75 kHz. For hot- film probes, however, the theory of the square 
wave test has not yet been developed (Ref. 12). The 
complication is the thermal inertia of the substrate (fiber). It is 
generally accepted that the hot-film probes have noticeably 
lower cut-off frequency than hot-wire probes. Also, it has been 
established that the cut-off frequency of single wire probes 
drops with increasing wire diameter. In the case of fiber hot- 
film probes, however, the situation is different. Surprisingly, 
within a certain diameter range, the cut-off frequency increases 
with increasing fiber diameter (Ref. 12). It is due to the fact 
that with fiber probes, only a very thin film on the fiber surface 
is heated, while the core (the fiber) is not because of its very 
low heat conductivity. This may explain a higher sensitivity to 
velocity fluctuations for a split-fiber probe in comparison with 
a single-fiber probe turbulence data (Fig. lib). It seems, that 
for turbulence levels of up to 15% for velocity up to Mach 
number of 0.2, the frequency response of the split-fiber probe 
is comparable with the single- wire probe. In any case, the 
frequency response of fiber probes requires further study. 

The split-fiber probe was also investigated for sensitivity to 
probe setting angle. Figs. 12 and 13 show the results of this 
test. The effect of probe setting angle on the measured flow 
angle is plotted in Fig. 12. The true flow angle for this flow is 
0 dg. As seen here, the probe and the signal decomposition 
procedure work well for a relatively wide range of setting 
angles about the probe zero incidence. The measured flow 
angle deviates from the true flow angle less than 1 dg for a 
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Fig. 12. Measured flow angle as a function of setting 
angle of a split-fiber probe. 


range of probe setting angles from -30 dg to +25 dg. The 
effects of setting angle on measured flow velocity exhibit a 
lopsided distribution as seen in Fig. 13. The measured 
velocity values are within 1% of the jet velocity for a range 
of setting angles between -20 dg to + 10 dg and within 2% 
accuracy for a range of setting angles from -40 dg to +14 dg. 
Reasons for the asymmetry in the velocity readings are not 
known. Measurement of turbulence intensity (velocity 
fluctuations) is affected very little by the probe setting in the 
entire range from -45 dg to +45 dg. In summary, the split- 
fiber probe and the signal decomposition procedure work well 
for the case of a jet flow. The probe can determine the flow 
velocity with 1% accuracy for the velocity range from 10 to 
80 m.s\ and flow angles with an accuracy of 1 dg for a range 
of flow angles from -20 dg to +10 dg with respect to the probe 
zero incidence. Extra precaution must be taken if the probe is 
used beyond this range of flow conditions. 



Fig. 13. Measured velocity and turbulence as functions 
of setting angles of a split-fiber probe. 


MEASUREMENT IN THE LSAC FACILITY 

In the second phase of verification tests, the thermo- 
anemometric probes were used in the NASA LSAC facility. 
Probes were traversed in the radial (spanwise) direction at a 
given circumferential position in the gap between the first rotor 
and stator (Fig. 1). The resulting radial profiles of mean 
velocity were used for the verification of probe and signal 
decomposition performance. There are, however, certain 
factors that complicate this verification process. First, flow in 
this facility, as in any axial compressor, is inherently unstable, 
and flow parameters are not known in advance with the same 
degree of accuracy as in the case of a free jet. The thermo- 
anemometric data were averaged in time, and compared to data 
acquired by conventional pneumatic probes. However, 
pneumatic probes in unsteady flows do not necessarily supply a 
true average value of the measured parameters. In the case of 
pressure probes, for example, the deviations from the true 
average value depend on the probe and connecting tubing 
layout, and usually they are not exactly known. Further, the 
flow average velocity value is determined from parameters that 
were averaged in the pressure and temperature domains. On 


the other hand, the average velocity value based on thermo- 
anemometric data is the true velocity average because the 
averaging process is done mathematically in the unsteady 
velocity domain. 

Another complication in these verification tests is the fact 
that the flow in the compressor annulus is not uniform in the 
tangential (pitchwise) direction but depends on the relative 
position of the probe and stator blades in the downstream 
cascade. We have only two ports available for thermo- 
anemometric probes in the LSAC facility. In the first port, the 
probes traverse the flow at a midpitch position (Fig. 1, pos. A); 
in the second port, the probes are at a position upstream of a 
stator blade (Fig. 1, pos. B). All thermo-anemometric data 
presented here were acquired at position A. The pneumatic 
probes, however, can traverse the compressor channel at many 
different circumferential positions over several blade pitches, 
and the resulting radial profile is an average of all these 
traverses. The effects of circumferential nonuniformity on the 
representative average radial profiles of mean velocities are 
suppressed this way. 

Data acquired by a split- fiber probe at position A are shown 
in Fig. 14. Plots of velocity magnitude, and axial and 
tangential components are shown in the left half of the figure. 
The velocity unsteadiness plots are in the right half of Fig. 14. 
It must be stressed here that these plots do not show flow 
turbulence, because they were acquired in the absolute flow 
system, and consequently the velocity unsteadiness also 
contains the contribution of the deterministic velocity 
fluctuations due to the passage of wakes. The plot at the top 
shows both the unsteadiness of velocity magnitude 
fluctuations, as well as the overall velocity unsteadiness that 
contains contributions of magnitude and angle fluctuations 
(labeled AXI+TAN). The difference between velocity 
magnitude and overall unsteadiness was explained earlier 
(Fig. 4). The velocity magnitude unsteadiness is shown for 
comparisons with single-element thermo-anemometric probes. 

The results of measurements at port A for three thermo- 
anemometric probes are shown in Fig. 15. Again, the plots are 
velocity magnitude on the left, and unsteadiness on the right. 
The upper pair of plots is for a single-wire probe, the middle 
one for the single-fiber probe, and the lower pair of plots is for 
the split- fiber probe. The shape of the velocity magnitude 
profile is practically identical for all three probes, the 
differences are less than 2% of a velocity value. It should be 
emphasized here that the data reduction procedure for the 
single-fiber and single wire probes is a straightforward 
polynomial conversion that does not involve the decomposition 
procedure introduced here for the split- fiber probe. These 
results confirm the validity of the signal decomposition 
procedure for the split- fiber probe. 

The other aspect of this excellent agreement and also the 
agreement for the free-jet case (Fig. 11), that all three probes 
measure unsteady velocity reliably even under conditions of 
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steady flow of a free jet and highly unsteady flow in 
the compressor stage. The heat transfer rate from a 
cylinder in cross flow is affected by the flow pattern 
around the cylinder. There are dramatic changes in 
the flow pattern as the Reynolds number increases, 
particularly in the very low Reynolds number 
region. In the range from Re = 2 to Re = 23, which 
is the range where the single-wire probe operates, 
there is a symmetric recirculation zone with two 
attached vortices behind the cylinder. For a 
Reynolds number about 50, the Karman vortex street 
sets in behind the cylinder, and for flows above 
Re = 400, there is a fully turbulent wake behind the 
cylinder Ref. 11). The single-fiber and split- fiber 
probes operate in the Reynolds number range from 
25 to 300 and from 75 to 1000, respectively. 
Therefore, these probes operate in the range of 
transition between flow patterns around the sensing 
element. The values of transition Reynolds 
numbers were established for uniform and steady 
inflows. It seems that high velocity unsteadiness has 
little effect on the values of the transition Reynolds 
numbers in the low Reynolds number range. At 
present, this is a purely speculative suggestion that 
must be verified experimentally. 

The average velocity profile acquired by the 
conventional pneumatic probe is shown in Fig. 16. 
The agreement between the pneumatic probe data 
and data for the thermo-anemometric probes shown 
in left-hand plots in Fig. 15, is excellent; the 
differences are less than 1%. This agreement, 
however, is probably only fortuitous, because as 
explained earlier the profile in Fig. 16 is an average 
of 41 profiles measured at different pitch positions. 
The spread of data from the conventional probes is 
also indicated in Fig. 16 by the curves on both side 
of the velocity profile. The spread of the pneumatic 
probe data is ±5%, which is much larger than the 
spread of the data among the three thermo- 
anemometric probes. The data spread for the 
pneumatic probe was caused by varying the probe 
position along the stator row blade pitch, while for 
the thermo-anemometric probes it is due to the 
differences among the probes. 


Fig. 14. Spanwise distribution of absolute flow velocity and 
velocity unsteadiness in the gap between the first 
rotor and stator blade row measured by split-fiber 
probe. 


extremely high unsteady flow. This finding indicates that there 
is practically no difference in operation of a thin wire on one 
side and a relatively thick fiber on the other side under 
unsteady flow conditions in comparison with operation in 
steady flows. Operation of these probes is based on heat 
transfer from the sensing element. Obviously, there is not a 
significant change in the sensor heat transfer between the 


All three thermo-anemometric probes indicated 
also a very similar distribution of velocity magnitude 
unsteadiness (Fig. 15). The differences among 
unsteadiness data for all these probes are similar to 
those observed in the free jet measurements. Again, 
the single-fiber probe indicates overall slightly lower velocity 
unsteadiness levels than the other two probes, which is 
consistent with the results from the shear layer of a free jet. 
Regardless of the differences in response characteristics of 
thermo-anemometric probes, the results presented demonstrate 
that all these probes are suitable for unsteady velocity 
measurements in the NASA LASC facility. 
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Fig. 15. Spanwise distributions of absolute flow velocity and 
velocity unsteadiness measured by three thermo- 
anemometric probes. 


Finally, the results of flow angle measurements are 
presented in Fig. 17, for the split- fiber probe and a 
conventional nulling wedge probe. Both probes indicate • 
similar distributions of absolute flow angles along the blade 
span. The double line in the plot shows the distribution of the 
stator blade leading edge angles along the blade span as seen 
by the incoming flow. It should be mentioned again, that the 
split- fiber probe data are for a single radial traverse, while the 



MEAN ABSOLUTE 
VELOCITY, V [m.s' 1 ] 

Fig. 16. Spanwise distribution of absolute flow 
mean velocity behind the first rotor 
measured by pneumatic probes. 


wedge-probe data represents an average of 41 radial 
traverses. The maximum and minimum values of 
this set of wedge probe traverses are indicated in the 
plot. It is generally accepted that the accuracy of 
angle measurement with a nulling wedge probe 
suffers in flows with a very high intensity of 
unsteadiness. In the case of the LSAC facility, this 
occurrs mainly in the upper half of the blade span 
z/h > 0.8 (see Fig. 15), where the wedge probe 
indicates slightly larger flow angle than the split- 
fiber probe. In the lower half of the blade span 
z/h < 0.5, the agreement between data from these 
two probes is quite good. 


CONCLUSIONS 

The following were achieved during the course of 
this study in which three different thermo- 
anemometric probes were used for velocity 
measurement in free-jet and LSAC facilities. 

• A calibration method was devised for a split- 
fiber probe that consists of a single velocity 
calibration at zero probe incidence and several 
directional calibrations at different velocities. 


A new algorithm was developed to decompose split-fiber 
probe signals into velocity and flow direction. The 
algorithm is based on the minimum value of a merit 
function that is built over the entire range of flow 
velocities for which the probe was calibrated. The new 
decomposition scheme is fast and robust. 
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Fig. 17. Spanwise distribution of absolute flow velocity 
angle in the gap between the first rotor and 
stator blade row measured by split-fiber and 
wedge probes. 




• The split-fiber probe performance and signal 
decomposition was first verified in the free-jet facility by 
comparing the data among three thermo-anemometric 
probes. All three probes performed extremely well as far 
as the velocity magnitude was concerned; the differences 
among these data are within 1%. However, there are 
visible differences in the peak values of measured velocity 
unsteadiness in the jet shear layer, in particular the single- 
element fiber probe determined a turbulence level that is 
visibly lower, which indicates that this probe has low 
sensitivity to velocity fluctuations. 

• The experiments in the LSAC facility showed that all three 
thermo-anemometric probes detect the same velocity 
magnitude; the differences among these probes are less 
than 2% of the velocity value. The differences among 
measured unsteadiness levels are similar to those observed 
in the free jet measurements. Mean velocity and flow 
angle distributions measured by thermo-anemometric 
probes agree very well with data measured by 
conventional pneumatic probes. These findings boost our 
confidence in the correctness of unsteady velocity data 
measured by thermo-anemometric probes in the LSAC 
environment. 

• In summary, the split-fiber probe worked reliably during 
the entire program. The acquired data averaged in time 
followed closely the data acquired by conventional 
pneumatic probes. Despite small differences among all 
probes used, that still need to be explained, it is believed 
that data acquired by split-fiber probe can be used reliably 
to analyze unsteady flow phenomena in the NASA Low 
Speed Axial Compressor. 
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